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a  b  s  t  r  a  c  t

A  gas  chromatography–mass  spectrometry  (GC–MS)  and  a liquid  chromatography  tandem  mass
spectrometry  (LC–MS/MS)  method  were  validated  for quantifying  endogenous  and  exogenous  hair  con-
centrations  of gamma-hydroxybutyrate  (GHB).  The  GC–MS  method  is based  on  overnight  extraction  of
25  mg  hair  in  NaOH  at 56 ◦C,  liquid/liquid  extraction  in  ethylacetate  and  trimethylsylil  derivatization;
analysis  is  by  electron  ionization  and  single  ion  monitoring  of  three  ions.  The  LC–MS/MS  method  entails
a  rapid  digestion  of 25 mg  hair  with  NaOH  at 75 ◦C for 40  min,  liquid/liquid  extraction  in  ethylacetate  and
reconstitution  of  the  extract  in  the  LC  mobile  phase;  negative  ion  electrospray  ionization  and  multiple
reaction  monitoring  (MRM)  analysis  are  employed  for  the  LC–MS/MS  detection.  In  both  cases,  GHB-d6
is used  as  an  internal  standard.  The  endogenous  amount  in  “blank”  hair  are  estimated  by  the  standard
addition  method.  Limits  of  detection  are  0.4  and  0.5  ng/mg  for GC–MS  and  LC–MS/MS  respectively,  while
C–MS
C–MS/MS

the limit  of  quantification  (LOQ)  is  0.6  ng/mg  for both  methods;  the  GC–MS  method  proved  to  be  linear
in  the  range  1–50  ng/mg  whereas  linearity  was  demonstrated  from  0.6  to  50 ng/mg  for  the  LC–MS/MS;
imprecision  and  inaccuracy  were  always  lower  than  23%  for quality  controls  samples.  The  two  methods
were  applied  to  a  real  case  of a  man  addicted  to GHB;  the  drug  concentration  in segments  from  17  cm
hair  strand  well  correlated  with  self-reported  use  of GHB  in  different  periods  of  his  life. Performances  of

milar
the  two  methods  were  si

. Introduction

Gamma-hydroxybutyrate (GHB), due to the endogenous
etabolism of gamma-aminobutyric acid (GABA), is present in

mall concentration in different biological samples [1].  In foren-
ic cases, differentiation between endogenous and exogenous GHB
s of great importance [2–7]. As per the Italian law, GHB is a sched-
le I central nervous system depressant drug, producing euphoria,
elaxation, respiratory depression at moderate doses, or coma and
eath at higher doses. GHB is also a pharmaceutical, prescription
rug (schedule II in Italy, III in USA), as Xiram® and Alcover®, used

n the clinical treatment of cataplexy or narcolepsy, alcohol abuse,
nd, recently, in the trial treatment of Alzheimer’s cases [8].  Illicit
se of GHB is common among young people, especially during rave

arties and among body builders. Use of GHB as recreational drug

s well known as causing driving impairment [9,10].  More recently
HB has also been used as a drug facilitating sexual assault (DFSA)

∗ Corresponding author. Tel.: +39 055 7947208-6178; fax: +39 055 7946171.
E-mail address: elisabetta.bertol@unifi.it (E. Bertol).
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or as a “date-rape” drug [11,12]. It is easily available on the street
market, in fitness or dancing clubs or in the Internet, as well as its
precursor gamma-butyrolactone (GBL). The purpose of this study
was  the development and validation of qualitative and quantita-
tive procedures to detect GHB in hair by using and comparing a
more traditional, gas chromatography–mass spectrometric method
(GC–MS) and a liquid chromatography–tandem mass spectrome-
try (LC–MS/MS) one. The two  methods were developed in hair to
document previous use of GHB either in chronic use or single expo-
sure (i.e. sexual assault). Both methods must take into account the
physiological concentrations of GHB in human hair, which is an
important caveat in forensic cases [12–15].  The use of hair as a
matrix proves particularly valuable when GHB administration is
referred or suspected at a later time, as was in a case of a 24-year-old
girl who  was  sexually assaulted [16].

2. Materials and methods
2.1. Hair samples

The hair of volunteers (laboratory personnel) was  cut at the
posterior-vertex region as close to the scalp as possible and stored

dx.doi.org/10.1016/j.jpba.2012.07.009
http://www.sciencedirect.com/science/journal/07317085
http://www.elsevier.com/locate/jpba
mailto:elisabetta.bertol@unifi.it
dx.doi.org/10.1016/j.jpba.2012.07.009
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t room temperature in a plastic vial. Hair was  decontaminated
wice using 5 mL  of methylene chloride for 2 min, dried, and cut into
mall fragments (≤1 mm).  Portions of 25 mg  were used for prepa-
ation of controls and calibrators, and 2 ng/mg of deuterated IS
GHB-d6) were added. Since endogenous GHB could interfere with
he determination of exogenous concentrations, considering that
o GHB free hair are in principle available, the standard addition
ethod was used for calibration.

.2. Chemicals

Water, methanol (MeOH), N,O-bis trimethylsilyltrifluoroac-
tamide (BSTFA) with 1% trimethylchlorosylane (TMCS) were
urchased from Sigma–Aldrich (St. Louis, MO,  USA). Sodium
ydroxide (NaOH), sulfuric acid (H2SO4), formic acid and ethyl
cetate were purchased from J.T. Baker (Deventen, Holland). GHB
nd GHB-d6 (internal standard, IS) were purchased from Chemical
esearch 2000 s.r.l. (Rome, Italy).

.3. GC–MS method

.3.1. Extraction
Decontaminated hair aliquots of 25 mg  were incubated

vernight in 1.0 mL  of 0.01 N NaOH, at 56 ◦C, in the presence of 50 ng
f GHB-d6 used as an internal standard (IS, 2 ng/mg hair). After cool-
ng, the homogenate was neutralized with 0.1 mL  of H2SO4 0.1 N;
.0 mL  of ethylacetate and 0.01 mL  of H2SO4 were added. After agi-
ation and centrifugation, the supernatant layer was evaporated to
ryness and derivatized with 20 �L BSTFA, 1% TMCS in 20 �L ethyl
cetate (20 min  at 60 ◦C).

.3.2. Instrumental procedure
The GC–MS instrument consisted in an Agilent 7890A GC system

quipped with an Agilent 7683B series autosampler (Agilent Tech-
ologies, Palo Alto, CA, USA), and interfaced to a single quadrupole
gilent 5975C mass spectrometer (Agilent Technologies, Palo Alto,
A, USA). The column used was an Agilent HP-5MS, 30 m length,
.25 mm i.d. and 0.25 �m film thickness (Agilent Technologies, Palo
lto, CA, USA). The gas carrier (He) flow was constant at 1 mL/min.
he oven temperature was set initially at 60 ◦C for 0.5 min, and pro-
rammed to 130 ◦C at 10 ◦C/min, and 300 ◦C at 8 ◦C/min. Injector
nd transfer line temperatures were respectively 300 ◦C and 230 ◦C.
lectron ionization and selected ion monitoring (SIM) acquisition
ode were used and the ions of interest were 233, 234, 147 for
HB and 239, 240 and 147 for IS. 1 �L of the derivatized extracts
as injected in splitless mode.

.3.3. Method validation
LOD (limit of detection) and LOQ (limit of quantification),

efined as the lowest concentrations that produce signal/noise
atios values of at least 3 and 10 respectively, were calculated
nalyzing 25 mg  hair aliquots decontaminated and added with
ecreasing GHB amounts. Linearity was evaluated analyzing dif-
erent calibration levels, and applying the least-square regression

ethod to build the calibration curve. The concentration levels
sed were 1.0, 5.0, 10.0, 20.0 and 50.0 ng/mg, and for each level 5
eplicates were carried out. Accuracy and precision were evaluated
sing three quality controls (QC) at 1.5, 2.5 and 15 ng/mg. Impre-
ision, as degree of repeatability, was estimated as the average of
elative standard deviation (%RSD) values calculated for QC sam-
les with 5 replicates. The intra-day and inter-day imprecisions

ere calculated in the same day and in 5 different days during a
onth, respectively. As certified reference materials (CRM) were

ot available, accuracy (or trueness [17]) was evaluated as %mean
elative error (%MRE) on the basis of the total data set (n = 25) at
Biomedical Analysis 70 (2012) 518– 522 519

the above three concentrations. Recovery was estimated by com-
paring peak areas obtained by adding GHB and IS before and after
the extraction, for 3 replicates at the concentration of 1.5, 2.5 and
15.0 ng/mg GHB and 2 ng/mg IS.

2.4. LC–MS/MS method

2.4.1. Extraction
Portions of 25 mg  decontaminated hair were digested with

500 �L 1 M NaOH in the presence of 50 ng IS at 75 ◦C for 40 min.
After cooling at room temperature, the sample was added with
600 �L of 1 M H2SO4 and 3 mL  of ethyl acetate, immediately agi-
tated and centrifuged. The supernatant organic layer was dried and
reconstituted in 50 �L of mobile phase; 6 �L was  injected into the
LC–MS/MS.

2.4.2. Instrumental procedure
Analysis was performed with an HPLC Agilent 1290 Infinity sys-

tem (Agilent Technologies, Palo Alto, CA, USA), coupled to an Agilent
6460 Triple Quadrupole (Agilent Technologies), and equipped with
an electrospray ion source (ESI). The column used was a Zor-
bax SB-C18 Rapid Resolution HT (2.1 mm  × 50 mm,  1.8 �m,  Agilent
Technologies, Palo Alto, CA, USA), heated at 30 ◦C. Mobile phases
consisted of 5 mM aqueous formic acid (A) and methanol (B). Start-
ing from 20% B, gradient elution was carried out by increasing B
to 99% at 3 min, then running isocratically for 1 min; post-run time
was  1.5 min. The flow rate was  0.4 mL/min. Negative ion ESI con-
figuration was: gas temperature 325 ◦C; gas flow rate 10 L/min;
nebulizer 20 psi; capillary 4000 V. Collisional experiments and mul-
tiple reaction monitoring (MRM)  analysis were performed, with a
fragmentor voltage of 75 V for GHB and IS; collision energies were
9 V for the transition 103 > 57 (109 > 61 for IS) and 5 V for the tran-
sition 103 > 85 (109 > 90 for IS); a dwell time of 200 ms was  used.

2.4.3. Method validation
The evaluating criteria were the same used for the above

described GC–MS method. After a first evaluation, the calibrators
were prepared at 0.6, 1.0, 5.0, 10.0, 20.0 and 50.0 ng/mg, and for
each level 5 replicates were carried out. Imprecision and accuracy
were evaluated, as described above for GC–MS, using QCs at 0.7,
2.3 and 10.3 ng/mg, run in 5 replicates a day for 5 days in a month.
Analogously to GC–MS method, recovery was estimated for 3 repli-
cates at the concentration of 0.7, 2.3 and 10.3 ng/mg and 2 ng/mg
IS..

3. Results

3.1. Validation results

By adding increasing amounts of the analyte to hair matrix free
from exogenous GHB (donated by laboratory personnel) we were
able to estimate the endogenous level by regression analysis of
the calibration curve. We  obtained an estimated concentration of
0.28 ng/mg with GC–MS, and 0.27 with LC–MS/MS, in the low end
of the range reported in the literature [11–15];  we subsequently
used the calibration curves obtained with that specific matrix to
quantify QCs and samples, and corrected the amounts of found
GHB by adding the value of the “blank.” Obviously, when using the
standard addition method, the GHB content of the blank must be re-
calculated in case calibration curves are prepared with fresh hair.
LOD and LOQ of the GC–MS assay were 0.4 ng/mg and 0.60 ng/mg,
as determined empirically by fortifying 25 mg  aliquots of hair with

decreasing quantities of GHB. After studying the linearity of the
method by regression analysis, an average R2 of 0.9997 (n = 5) could
be obtained only when the lowest quantification point at 0.6 ng/mg
was  removed and the studied range was  from 1.0 to 50.0 ng/mg.
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Table 1
Validation parameters for GC–MS analysis.

Intra-day (n = 5)

QC, ng/mg Average conc., ng/mg Average SD, ng/mg %RSD

1.5 1.7 0.31 18
2.5  2.7 0.41 15

15.0  15.9 0.98 6

Inter-day (n = 25)

QC, ng/mg Average conc., ng/mg Average SD, ng/mg %RSD %MRE
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Table 3
Results from case hair sample.

Segment # Distance from
the root (cm)

GHB concentration (ng/mg)

GC–MS method LC–MS/MS method

1 1 3.52 4.08
2 2 1.49 1.26
3  3 1.20 1.38
4 5  4.74 4.56
5  7 7.97 6.48
6  9 8.93 7.23
7  11 9.53 8.56
8 13 8.65 7.39
9 15 8.22 8.95

10  17 10.34 9.15
1.5 1.6 0.37 23 7
2.5  2.7 0.40 15 10

15.0  14.4 1.17 8 4

his is not unusual, considering that the LOQ was  determined by
ortifying hair with decreasing quantities of GHB and not by con-
tructing a dedicated curve at low concentration levels. In Table 1
re reported some validation parameters. As may  be seen, impreci-
ion was always smaller than 23% for all the QCs in both intra-day
nd inter-day evaluations, and inaccuracy, calculated as %MRE of
piked samples since CRMs are not available, was acceptably low
<10%). The extraction recoveries ranged from 89.5% (lowest QC) to
2.3% (highest QC).

As to the LC–MS/MS method, its LOD and LOQ values were
espectively 0.5 and 0.6 ng/mg. Not withstanding a higher LOD, GHB
esponse was linear from 0.6 to 50.0 ng/mg, i.e. including the LOQ,
ith an average correlation coefficient of 0.9983 (n = 5). A possible

xplanation of the extended linear range of the LC–MS/MS method
s the higher degree of specificity and lower level of interferences
bserved when working in MRM  mode. In Table 2 are reported
he data pertaining imprecision and inaccuracy. Intra-day impre-
ision was always lower than 19%; inter-day values were better
han 23%; inaccuracy was ≤9%. Recoveries ranged from 89.7% for
C at 0.67 ng/mg to 97.9% for QC at 10.3 ng/mg. In Fig. 1, a MRM
hromatogram analysis of hair containing GHB at 0.7 ng/mg is pre-
ented. As may  be inferred, high signal-to-noise ratio is obtained
nd the chromatogram appears to be free from interferences at the
etention time of the analyte.

It must be emphasized that the GC–MS method was adapted
rom a routine GC–MS method used in our laboratory for detection
f acidic drugs in hair, entailing a night-long digestion of a relatively
arge amount of hair (25 mg)  in basic conditions, neutralization and
erivatization. On the contrary, the LC–MS/MS method profits of

 rapid sequence of digestion (40 min), extraction and redissolu-
ion of the extract in the LC mobile phase: time of preparation is
herefore dramatically reduced as proposed by Kerrigan [5].  For val-

dation and comparison purposes, the two methods were initially
pplied to 25 mg  hair, but work is in progress to reduce the sample
mount, that would allow an easier application of the method for
egmental analysis when tiny hair specimen are available.

able 2
alidation parameters for LC–MS/MS method.

Intra-day (n = 5)

QC, ng/mg Average conc., ng/mg Average SD, ng/mg %RSD

0.7 0.75 0.14 19
2.3  2.17 0.26 12

10.3  11.4 0.45 4

Inter-day (n = 25)

QC, ng/mg Average conc., ng/mg Average SD, ng/mg %RSD %MRE

0.7 0.72 0.17 23 7
2.3  2.48 0.37 15 9

10.3  9.37 0.66 7 9
3.2. Application to a real case

A 40-year-old man  was  arrested by the Police during an inves-
tigation on the Internet commerce of gamma butyrolactone (GBL),
an industrial solvent that can be used as a precursor of GHB and
is also scheduled in Table 1 as prohibited substance. The man  was
persecuted for a drug crime having bought large quantities of GBL
to prepare GHB and, purportedly, to sell it in the illicit market.
His justification was  based on a self-reported, long history of GHB
abuse that made him addict to the drug and craving for it. His
first contacts with GHB dated back to a therapeutic approach for
alcohol abuse with Alcover. Following the therapy for years, he
had become addict so that he had a compulsory behavior for GHB
supply. Signs of craving and withdrawal symptoms were observed
during a medico-legal visit permitted by the judge two months after
his arrest, converted in “house arrest”.

The subject consented to have a hair test to prove his history of
abuse; he had long, brown hair (about 17 cm,  cut from the posterior
vertex at the surface of the scalp), so it was  possible to investigate
over a life period approximately corresponding to 10–14 months,
considering an average hair growth of 1.0–1.5 cm/month. In the 2
month period from his arrest to hair sampling, the subject under
investigation had no contact with the drug, thereafter the GHB con-
tent in the 3 cm proximal hair segment reasonably represent his
endogenous level. The hair samples were decontaminated and seg-
mented in 10 fragments, the first three segments were 1 cm long,
the others 2 cm long. The authors wanted to document in detail
the most recent period of life of the man, and the 1 cm segmen-
tation proved useful to detect a higher level just at the root, and
two  subsequently lower levels. If we had used a 3 cm long segment
for the same period, as suggested by the literature, the two  month
at no exogenous GHB periods would have been confounded by the
higher level of GHB at the root. On every segment, both methods
(GC–MS and LC–MS/MS) were applied to 25 mg aliquots. Results
of hair analysis are shown in Table 3 whereas Fig. 2 shows the
same GHB concentrations plotted vs the hair length or observa-
tion period, as calculated from length, with emphasis on the time
of arrest (Fig. 3).

4. Discussion

Both methods were able to assay GHB concentrations at the
endogenous level in hair, reported from the literature to be
≤2 ng/mg. The LOQs were indeed analogous and the estimate of

GHB physiological level in a blank matrix by the standard addi-
tion methods yielded similar responses; however, the LC–MS/MS
method showed a wider linearity range than GC–MS. The GC–MS
method proposed here is an adaptation of a method routinely
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Fig. 1. SIM chromatogram for GHB and GHB-d6 in a QC spiked at 1.0 ng/mg.

Fig. 2. MRM  chromatogram for GHB and GHB-d6 in a QC spiked at 0.7 ng/mg.
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Fig. 3. Hair segmentation from the case subject, with ind

sed for the analysis of acidic drugs in hair. It employs a single
uadrupole of the latest generation (Agilent 5975) and its LOD of
.4 and LOQ of 0.6 ng/mg in hair must be regarded as particularly
aluable, since they afford to reliably identify GHB by the simplest
nd most widespread instrumentation in a toxicology laboratory, in
articular when a history of chronic use or addiction must be inves-
igated. However, the identification and documentation of a single
xposure to the drug, when GHB is used as a rape drug in DFSA,
hen accuracy is required at low concentration levels, may  take

dvantage of the more specific and selective LC–MS/MS method.
s to the pre-analytical step, it must be noticed that hair sample
xtraction for LC–MS/MS analysis, as proposed by Kerrigan et al.
7],  is much more faster than for GC–MS, but a reduction in hair
ample size is required.

In order to directly compare the efficiency of both methods,
e applied them to the same hair sample, obtained from a case

n which the use of GHB was documented by a past history of treat-
ent with Alcover and addiction. The quantitative data obtained

re really similar, even if the LC–MS/MS appears to moderately
nderestimate the GHB content; the general trend is fairly similar,
nd analogous information can be inferred, useful to the forensic
oxicologist. As to the real case, our results clearly demonstrated a
eat decreasing of GHB concentration in the period corresponding
o arrest and house custody. The very low concentrations detected
n the 2nd and 3rd cm from the scalp well represent the physio-
ogical GHB level of the subject, in agreement with the normal level
bserved in human hair (≤2 ng/mg). The quite higher concentration
bserved in the first segment was reasonably due to the endoge-
ous GHB incorporation through sweat at the root level, as reported

n the literature [11,14].

. Conclusions

In conclusion, a GC–MS and a LC–MS/MS method were validated,
ompared and applied to the detection and quantification of GHB in
5 mg  hair. They both proved to be suitable for the determination
f the drug in cases of chronic use, and to discriminate between

he endogenous and the exogenous GHB levels, exhibiting LOQs of
.6 ng/mg. Their application to the analysis of hair segments in a
eal case of GHB addiction yielded comparable results that were
seful to disclose the pattern of use/abuse of the investigated man.

[

[

n of his arrest, about two months before hair collection.

In order to corroborate the efficacy of the more specific LC–MS/MS
method in single exposure (i.e. in DFSA) other real cases, with these
characteristics will be included in future applications.
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