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Abstract Fluorescent proteins from marine organisms represent potential candidates for
biosensor development. In this paper, we described the isolation of a native green fluorescent
protein from Anemonia sulcata and the cloning and purification of its equivalent as a
recombinant protein in Escherichia coli. Furthermore, the spectroscopic behaviours of the
native and recombinant GFPs were investigated as a function of Cu2+, Cd2+, Pb2+ and Ni2+

concentration. Our results suggest the high selectivity of both proteins at copper than the other
metals and, for the recombinant protein, a great sensitivity at a very low concentration (0.1–
1 μM). Moreover, starting from these data, using the combination of molecular biology
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techniques and optical setup, we developed a device for the detection of Cu2+ in water
solutions. The quenching effect detected with the device showed that the relative attenuation
of the signal (0.46±0.02 AU) was slightly larger than the data measured by fluorescence
spectra (0.65±0.03 AU). The good sensitivity in the span of two orders of the magnitude of
Cu2+ concentration, the fact that the instrument is made up of low-cost and sturdy parts and the
selective quenching of rAsGFP to copper ions make this setup suited as a low cost, on-the-
field, copper ion-specific biosensor.

Keywords Green fluorescent protein . Recombinant protein . Divalent metal ions . Copper .

Quenching . Detector

Introduction

Heavy and transition metal ions are distributed in biological systems and in the environ-
ment, where they can play important roles [1] and can be toxic for several organisms if
present at high concentrations. Accurate analytical methods have been developed to detect
metal ions in different matrixes or samples [2–4], but they require complex equipments
and sophisticated lab manipulations. So, the development of low-cost, user-friendly,
quantitative and qualitative detection systems for metal revealing is of paramount
importance.

Recently, molecular fluorescence has attracted a great deal of interest in the field of
environmental monitoring, and it can be used for the analysis of very low trace elements.
For instance, fluorescent proteins (FPs) from different marine organisms may become
potential candidates for sensor development. In fact, FPs, such as red and green (GFP)
proteins, were used to evaluate the effects of heavy and essential metals on fluorescence
intensity [5–12].

Fluorescence quenching has been observed by Hg2+ [5] and Cu2+ on an engineered
chimeric GFP harbouring hexahistidine [8]. Moreover, the introduction of metal-
binding sites onto the GFP surface places metals in close proximity to chromophore
resulted in fluorescence quenching probably induced by energy transfer, at low
concentrations (micromolar) of copper ions [10]. Additional mutations on the histi-
dines at different positions have been performed resulting in increased Cu2+-based
quenching [12, 13]. Moreover, a dramatic absorbance and fluorescence change upon
mercuration in mutant Aequorea victoria GFP was recorded [6]. For the Discosoma
striata red fluorescent protein (DsRed) and its variant (DsRed Express, DsRed Mono-
mer, drFP583), fluorescence quenching by Cu+ and Cu2+ has been described and the
derived copper sensor was 40 times more sensitive than the engineered GFPs [7, 11,
14]. Recently, an Anemonia sulcata GFP has been characterized showing a 50 % of
identity to other fluorescent proteins that have been studied for the quenching effect
caused by metal ions.

In this report, we describe the development of an optical sensor for copper, using the
recombinant A. sulcata GFP as a detector. Initially, we isolated the wild-type protein
(wtAsGFP) from the organisms, and then, we studied its spectroscopic behaviour by means
of the UV–visible spectroscopy in the presence of divalent metal ions. The observed
quenching effect induced by copper on the wild-type protein led us to clone, express and
produce a recombinant A. sulcata GFP (rAsGFP). Then, we investigated its behaviour in the
presence of metal ions, and after evaluating the selectively and sensitivity for copper ions, we
set up an optical sensor.
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Materials and Methods

Protein Extraction and Purification Assay

Several specimens of A. sulcata were collected in the Sicilian Channel. Then, the anemones
were promptly transferred to aerated tanks with natural seawater in the laboratory, and the
tentacles were cut at the bases. The tentacles were homogenized in Triton X-100, 1×
phosphate-buffered saline and a protease inhibitor cocktail (Sigma-Aldrich, Milan, Italy).
After centrifugation, the soluble fraction was analysed by means of 10 % sodium dodecyl
sulfate polyacrylamide gel electrophoresis (SDS-PAGE) in both reducing and non-reducing
conditions. The Versa-Doc Imaging System (Bio-Rad, Milan, Italy) using an FITC fluorophore
with a 530BP blue LED was used to detect the fluorescent protein. The raw extract was
partially purified using a gel filtration chromatography. Sephadex G75 (3,000–80,000 Da) (GE
Healthcare, Hertfordshire, UK) was used in the stationary phase, whereas 20 mM 4-
morpholineethanesulfonic acid hydrate (MES) (AppliChem, Milan, Italy) pH 7 was used in
the eluent phase. A total of 12.2 mg of raw extract [17.2 mg/mL] was injected into a column of
16×1.2 cm, with a flow rate set of 0.5 mL/min and the fraction collector at 1 mL of volume
solution.

Isolation, Cloning and Purification

Total RNA was extracted from tentacle tissue using a TRIzol reagent, according to the
manufacturer’s instructions (Invitrogen, Milan, Italy). Subsequently, it was reverse transcribed
using the SuperScriptTM II Reverse Transcriptase and Oligo-d(T) Kit (Invitrogen, Milan, Italy).
The Anemonia cDNA library was screened for the asFP499 coding region (GenBank:
AAN52735.1) using Pure Taq Ready-To-Go PCR beads (GE Healthcare Life Sciences, UK)
and specific forward (5′-cgcGGATCCATGTATCCTTCCATCAAG-3′) and reverse (3′-
gcgGGATCCTCAGTTATGTCCTAATTTCG-5′) primers (underlined letters indicate the
BamH 1 restriction enzyme sites introduced for cloning in the expression vector; lowercase
letters indicate the nucleotides introduced to improve the restriction enzyme’s recognition; and
the start and stop codons are indicated in bold). The coding sequence for AsGFP was ligated in
a pJET1.2/Blunt vector using the CloneJet PCR Cloning Kit (Fermentas, Milan, Italy) and
transformed into a DH5α Escherichia coli strain (Invitrogen, Milan, Italy). Then, the coding
reading frame of the recombinant clones was checked by sequencing. The recombinant
plasmid was purified and digested with the BamH1 restriction enzyme, and the cDNA was
cloned in the same restriction site in the pQE30 expression vector (Qiagen, Milan, Italy). The
recombinant AsGFP was expressed as a His-tagged fusion protein using the M15 E. coli strain
(Qiagen, Milan, Italy). Production of the rAsGFP was performed according to the protocol
suggested by Peternel and coworkers [15]. Briefly, the inoculum was incubated for 16 h at
25 °C. Then, the bacterial pellet was re-suspended in 1× phosphate buffer pH 7.4, 0.5 M NaCl
and 10 mM imidazole, and the cells were disrupted (six cycles of 30 s at 70 % amplitude, with
a 30-s pause between the cycles) using a sonicator device (Bandelin Sonoplus Ultrasonic
homogenizer HD 2070, Berlin, Germany). Cell debris was removed by centrifugation at
10,000 rpm for 20 min at 4 °C. After centrifugation, the soluble fraction was filtered through
a sterile 5-μm syringe disc-type filter (Corning Life Sciences, Lowell, MA) and used for
subsequent affinity purification of the protein via nickel affinity chromatography (GE
Healthcare, Hertfordshire, UK) using the N-terminal His-tag of the protein. Purification was
performed by applying a discontinuous imidazole gradient (50–500 mM) following the
manufacturer’s instructions. Fractions were checked on a 10 % SDS-PAGE, and aliquots
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containing the rAsGFP were loaded onto a G25 desalting column (GE Healthcare, Hertford-
shire, UK) to allow buffer exchange (20 mMMES pH 7). The purity and molecular weight of
the protein were confirmed by SDS-PAGE followed by Coomassie brilliant blue staining and
Bradford assay.

Spectroscopy

Absorption and fluorescence measurements were carried out on partially purified wild-type
(wtAsGFP) and recombinant (rAsGFP) proteins. Absorption spectroscopy was performed on a
UV–Vis spectrophotometer (Shimadzu) in a range from 190 to 900 nm. Fluorescence mea-
surements were performed on a Cary Eclipse Fluorescence Spectrofluorometer (Varian)
(BWλex=5 nm, BWλem=5 nm) using a cuvette with a 1-cm path length. All the experiments
were performed in three replicates. The experimental errors were evaluated as 5 and 3 % of
intensity value for fluorescence and scattering data, respectively. It should be noted that
fluorescence spectra were not corrected for instrumental response because only variations in
fluorescence intensity were taken in account. The suitable aliquot Cd(NO3)2, Pb(NO3)2,
Ni(NO3)2 or CuCl2 (Merck, Germany) solutions were added to 1.5 μM wtAsGFP and rAsGFP
in 20 mM MES pH 7.0 samples (rt) in order to vary the metal concentration in the range of
0.1–50 μM. Metal solutions were mixed with samples right before measurements. It was
verified that metal solution at the observed concentration had no remarkable fluorescence
signal. Supplementary control experiments were performed with HNO3 and NaCl (concentra-
tion range from 0.3 to 1,000 μM). In some circumstances, ethylenediaminetetraacetic acid
(EDTA) (AppliChem, Milan, Italy) was added to the sample at a final concentration of 0.5 mM
as a further control experiment.

Within the experimental error, all fluorescence experiments were performed at constant
protein concentration. In each experiment, fluorescence quenching is calculated by using the
maximum intensity value of the fluorescence emission band, in the absence of metal ions, as a
reference.

Data Processing and Stern–Volmer Plot

Stern–Volmer plots were generated for 1.5 μM of wtAsGFP and rAsGFP in the presence of
Cu2+, Pb2+, Cd2+ and Ni2 (range from 0.1 to 50 μM), using Eq. (1), in which F0 is the
measured fluorescence intensity without quencher present, F is the measured fluorescence
intensity in presence of quencher, [Q] is the quencher concentration and Ksv is the Stern–
Volmer constant. After plotting F0/F against [Q], the slope was determined to give the value of
Ksv that is indicative of the quencher affinity to the proteins.

The dissociation equation for copper (Kd) was determined by fitting the fluorescence
quenching data to the following Eq. (2) [16], in which ΔFa is the change in fluorescence
amplitude, Fi the initial fluorescence without any copper, [Cu] is the maximum copper
concentration and F is the observed fluorescence.

F0

F
¼ 1þ Ksv Q½ � ð1Þ

F ¼ F i−
ΔFa

Kd

Cu½ �−1
ð2Þ
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Biosensor Development and Measurement Procedure

The instrument was set up with the following components: a LED source (PW about 470 nm),
a photodiode with a proprietary amplification circuit and two optical blocks placed in a 45°
geometry. The instrument is designed to focus the excitation light beam from the source on a
50-μL drop sample sitting on a microscope slide, to collect the fluorescence emitted from the
sample and to focus it on a photodiode. The light from the LED was collimated by a plano-
convex lens, filtered by a bandpass filter (center wavelength (CWL)=470 nm, full width at half
maximum (FWHM)=10 nm) and focused on the sample by a plano-convex lens. The
fluorescence emission from the sample was collimated by a plano-convex lens, filtered by a
bandpass filter (CWL=508 nm, FWHM=10 nm) and focused on the photodiode by a plano-
convex lens. The resulting current from the photodiode was amplified and a transimpedance
amplifier converted it into a voltage signal, which was then measured by a simple multimeter.
Figure 5a shows both a diagram of the working principles of the instrument and a picture of the
realized prototype (Fig. 5b).

Analyses were performed using a solution containing 1.5 μM rAsGFP in 20 mM MES pH
7. The effect of CuCl2 was tested with concentrations ranging from 0.1 to 10 μM. Drops
(50 μL) of each solution were deposited on microscope slide wells, and the slide was placed on
the focus spot of the incident light from the LED. For each solution at a specific CuCl2
concentration, a voltage reading resulting from the fluorescence of the sample was taken. Each
voltage value was then normalized to the voltage reading from a sample without copper. Four
different sets of measurements were taken to verify the repeatability of the instrument; for each
normalized voltage measured at a certain CuCl2 concentration, the four readings were aver-
aged, and the standard deviation between them was taken as an estimate of the measurement
error.

Results

Biochemical Characterization of Wild-Type AsGFP

As a first approach, we isolated total proteins from the A. sulcata tentacles. By means of gel
filtration chromatography, the raw extract was fractioned allowing the collection of several
fractions, but only two of them (about of 2 mg of proteins) showed fluorescence. These two
samples were pooled and used as partially purified native protein. SDS-PAGE of a raw extract
and partially purified native protein (wtAsGFP) showed a single fluorescent band migrating as
tetramer, with an apparent molecular weight (MW) of ∼124 kDa (Fig. 1a).

Spectroscopic Analysis and Data Processing on the Wild-Type AsGFP

Emission spectrum of the wtAsGFP showed two peaks at 500 and 520 nm, respectively (λex=
460 nm) (Fig. 1b). The ratio between the two peaks changes as a function of excitation
wavelength (Fig. 1b, inset). We assured the stability of the wtAsGFP in 20 mMMES buffer pH
7 checking that the emission spectrum did not present any detectable variation as a function of
time up to 24 h (data not shown). In all experiments, no evident changes in the shape and
position of fluorescence emission peaks were observed. In particular, changes in the wtAsGFP
fluorescence spectrum were shown as a function of copper concentration in the range of 2–
30 μM (Fig. 1c). It can be observed that after incubation with the copper ions, the emission
spectrum of wtAsGFP did not change shape and position but a decrease in intensity is clearly
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demonstrated. The emission intensity was restored to its initial value by adding EDTA as a
sequestering agent to the sample (data not shown). A more detailed analysis of the fluores-
cence quenching as a function of copper concentration for wild-type protein is shown in
Fig. 2a. A decrease in fluorescence intensity of 24 % (0.76±0.04 AU) was obtained for 10 μM
of copper (1.5:10 wt protein/metal ratio), whereas a quenching of 35 % was recorded after
30 μM copper ion addition (1.5:30 wt protein/metal ratio) (data not shown). In the same
experimental conditions, the fluorescence reduction caused by lead, cadmium and nickel
(35 μM) was definitively less than that measured in the presence of copper. The quenching
trend was the same for all tested metals; moreover, the fluorescence intensity did not show a
significant decrease (about 17 % for Pb2+ and 8 % for Cd2+ and Ni2) (data not shown). Stern–
Volmer plots confirmed these results. They were generated by measuring the fluorescence of
wtAsGFP upon addition of all metals at the same temperature (Fig. 2b). Linear plots were
obtained, indicating that only one type of quenching occurred. The higher Ksv constants were
obtained for copper ion (Table 1).

Fig. 1 Characterization of native protein: a SDS-PAGE in no reducing conditions. Line 1: Fluorescent molecular
weight marker (20–205 kDa); Line 2: raw extract (RE); Line 3: partially native purified protein (PNP); b
Emission spectrum of wtAsGFP (λex=460 nm). The inset shows details on the normalized intensity of peaks
ratio changes as a function of excitation wavelength; c Emission spectrum of wtAsGFP (λex=460 nm) in the
presence of copper. The arrow shows the quenching of fluorescence as a function of gradual copper ion
concentration increase from 2 to 30 μM

Fig. 2 a wtAsGFP fluorescence quenching as a function of copper concentration (from 0.1 to 10 μM). b Stern–
Volmer plots of wtAsGFP as a function of Cu2+, Pb2+, Cd2+ and Ni2+ concentration range from 1 to 35 μM
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Molecular Characterization and Expression of a Recombinant AsGFP

A cDNA of 687 bp was isolated from total RNA isolated from A. sulcata tentacles containing
an ORF of 228 aa giving a protein with a putative MW of 24 kDa. Sequence analysis
performed with the BLAST algorithm showed that our AsGFP showed a certain degree of
homology to several other GFPs. In particular, a 99 % identity to the asFP499 protein
(GenBank: AAG412051) was shown with a single amino acid change (Thr-108 to Ala-108)
outside the chromophore (Fig. 3a). Table 2 displays the percentage of identity and homology to
other GFPs known for their selectivity to copper ions. The identity ranged from 73 to 48 %.

The rAsGFP was expressed as a His-tagged protein in E. coli at a good yield allowing the
production of about 0.5 mg/L of highly purified protein. After purification, a single band of
about 24 kDa was observed on SDS-PAGE and Coomassie brilliant blue staining (Fig. 3b).

Fluorescence Measurements on the Recombinant AsGFP

rAsGFP presents an intense fluorescence emission band, once excited in the visible range. In
Fig. 3c, we report the fluorescence emission band (range from 470 to 580 nm) of 1.5 μM
rAsGFP in 20 mM MES buffer pH 7 excited at λex=460. As can be seen, the emission
spectrum is in the same region as the one relative to the wtAsGFP, but it presents a single main
peak at about 500 nm. In Fig. 3d, we show the fluorescence spectrum of rAsGFP at an
increasing concentration of Cu2+ ion in solution. As observed for wtAsGFP, the shape of the
emission signal and its position do not change as a function of metal concentration, but, again,
a significant decrease in fluorescence intensity is monitored as a function of metal concentra-
tion (from 0.1 to 10 μM). The addition of EDTA to the sample brings back fluorescence
intensity to its initial value, demonstrating that the quenching effect was due to the presence of
the metal ion (data not shown). The spectroscopic analysis was performed on recombinant
protein in the same experimental conditions used for the wild-type protein. Data show a similar
behaviour with a high quenching effect at lower copper concentrations compared to those used
for wild-type protein (Fig. 4a). Furthermore, as shown in the inset, a linear dependence of
fluorescence quenching was observed in the range 0–1 μM of copper. In particular, a 35 % of
quenching (0.65±0.03 AU) was observed at 1 μM of copper while, at higher concentration,
the fluorescence signal keeps in decreasing until a 65 % (0.35±0.02 AU) at 10 μM of copper.

Stern–Volmer plot was generated for rAsGFP, and the linear plot was compared with the
wtAsGFP fit (Fig. 4b). The Ksv values were 1.9×10

5 M−1 for rAsGFP and 3×104 M−1 for the
wtAsGFP. The dissociation constant of copper binding site on the rAsGFP was calculated as
15±0.7 μM.

Optical Detector and Measurement Results

According to our previously reported data showing that both native and recombinant AsGFP
display a peculiar sensitivity to Cu2+ and that the recombinant one shows an increased

Table 1 Stern–Volmer constants
(Ksv) of Cu

2+, Pb2+, Cd2+ and Ni2+

for the wtAsGFP and linear regres-
sion correlation coefficient (R2)

Metal Ksv (M
−1) R2

Cu2+ 2×104 0.86

Pb2+ 0.6×104 0.97

Cd2+ 0.3×104 0.99

Ni2+ 0.2×104 0.95
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sensitivity to the metal when compared to the w.t. AsGFP, we decided to test the possibility to
design an optical sensor for the detection of copper ions in an aqueous environment using the

Table 2 Comparison of identity
and homology percentage between
the rAsGFP and other fluorescent
proteins

Accession number Identity, % Homology, %

AAG41205.1 100 100

rAsGFP 99 99

AAO16871.1 73 83

AAA27722.1 60 70

AAG16224.1 59 69

ACF35425.1 53 70

Q9U6Y8.1 52 70

AAF62891.1 50 70

ACU30027.1 48 65

Fig. 3 Characterization of recombinant protein: a Alignment sequence (ClustalW) between asFP499 (GenBank:
AAG412051) and recombinant purified protein; b SDS-PAGE in reducing conditions. Line 1: Molecular weight
marker (3.5–260 kDa); Line 2: recombinant purified green fluorescent protein (rAsGFP); c Emission spectrum of
rAsGFP (λex=460 nm); d Emission spectrum of rAsGFP (λex=460 nm) in the presence of copper. The arrow
shows the fluorescence quenching as a function of gradual copper ion concentration increase from 0.1 to 10 μM
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rAsGFP. As schematically depicted in Fig. 5a, the development of a protein-based copper
sensor was carried out by depositing the rAsGFP on the well of a microscope slide and
exposing the focus spot of the incident light of a LED (470 nm). The relative voltage reading
resulting from the fluorescence of the recombinant protein against Cu2+ concentration was
examined. The average of the four normalized voltage readings measured at various Cu2+

concentrations and their standard deviations are shown in Fig. 6. In line with what was
observed with standard fluorescence measurements, there was a good linearity in the 0.1–
1 μM range (see inset in Fig. 6) and good sensitivity up to 10 μM, where a plateau in
fluorescence quenching was reached. Compared to the results obtained with fluorescence
spectra, the relative attenuation of the signal was slightly larger (0.46±0.02 AU compared to
0.65±0.03 AU at 1.5:1 recombinant protein/metal ratio); this effect could be attributed to a
deviation from linearity in the low intensity range of the detector.

Discussion

Anemonia spp. contain green fluorescence proteins whose primary sequences and spectro-
scopic features have been already described, but little is known about the quenching of

Fig. 4 a rAsGFP fluorescence quenching as a function of copper concentration (range 0.1–10 μM). The inset
shows details on the emission changes at very low copper concentration from 0.1 to 1 μM. b Stern–Volmer plots
of rAsGFP as a function of Cu2+ against wtAsGFP

Fig. 5 a Schematic representation of the instrument. b Picture of the prototype
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fluorescence induced by metal ions. The aim of our work was to exploit the effect of several
metal ions on the fluorescence spectra of an A. sulcata GFP on the attempt to develop an
optical sensor for the detection of metal ions.

To address this question, firstly we purified a native AsGFP from A. sulcata tentacles. SDS-
PAGE analysis demonstrated that the wtAsGFP displays a tetrametric conformation. This
datum is consistent to other reports where it has been shown that all known Anthozoa GFP-like
proteins form oligomers and exist mostly as tetramers [17–22]. Moreover, by means of DNA
recombinant technologies, a cDNA expressing an AsGFP was isolated and its coding sequence
expressed in E. coli as a His-tagged protein. Sequence alignment with other FPs showed a
range of identity from 73 to 48 %. Moreover, our sequence was 99 % homologous to the
asFP499 GFP previously identified in A. sulcata with only one amino acid difference (Thr-108

to Ala) in a residue that it does not seem to be implicated in any mechanism of autocatalytic
chromophore formation [23–25]. The spectral properties of the wild-type and recombinant
proteins were studied by means of UV–Vis spectroscopy showing a different shape of
spectrum and position of the emission peaks. In fact, using the wtAsGFP, we recorded two
emission peaks rather than a single peak as shown for the rAsGFP, at the same excitation
wavelength. Wiedenmann and colleagues [21] supposed the existence of two different forms
of the same GFP in the tentacle tissues that can be distinguished by their spectral properties,
although they could not be biochemically separated. In fact, they assumed the existence of a
second stable conformation of asFP499, with red-shifted fluorescence. In line with data
reported in Wiedenmann and colleagues [21], we have found that the ratio between the two
peaks changes as a function of excitation wavelength (inset in Fig. 1b). Small differences
between our data and the spectra reported in Wiedenmann et al. [21] can be attributed to
different experimental conditions (e.g. presence of other components, buffer and pH) [26].

To study the possible effect of quenching of fluorescence induced by different metal ions on wt-
and rAsGFP, we recorded the emission spectra for both proteins after the addition of increasing
concentration of metals such as Cd(NO3)2, Pb(NO3)2, Ni(NO3)2 or CuCl2. In this set of experi-
ments, we observed a similar trend of fluorescence reduction using lead, cadmium and nickel as
quenchers, suggesting that those metals interact with the proteins but with different and probably
non-specific effects. These data were in line with findings in other investigated FPs [6, 7, 10, 12].

On the other hand, Cu2+ showed a different behaviour causing a significant reduction of the
protein emission intensity. In particular, the wt- and rAsGFP proteins showed a similar Cu2+-
induced quenching effect indicating that they can act as copper indicators in different ranges.

Fig. 6 rAsGFP fluorescence
quenching measured as a function
of copper concentration (range
0.1–10 μM) using the engineered
detector. The inset shows the fluo-
rescence measured in a very low
concentration range of copper
from 0.1 to 1 μM
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The Stern–Volmer plot confirmed these results (Fig. 4b); in fact the Ksv constant for copper is
higher than the one for other metals indicating a better affinity of copper quencher to the
protein site than the other metals (Table 1). The calculated dissociation constant for Cu2+ was
similar to that obtained for other proteins such as EGFP, DsRed, muted drFP583 and Rmu13
[7, 13], while for DsRed Monomer and DsRed Express, we observed a higher value [9]. Other
naturally available copper-binding proteins and peptides have reported Kd values ranging from
10−6 to 10−15 M for proteins and up to 10−17 M for peptides [27, 28]. In summary, our results
have shown that fluorescence measurements on both wtAsGFP and rAsGFP protein revealed
that (a) Cu2+ presence induces a large, concentration-dependent quenching in AsGFP fluores-
cence; (b) the observed effect due to Cu2+ seems to be somehow specific because it is larger
than the one induced by other divalent metal ions that show homologous behaviour. Moreover,
the larger fluorescence signal of recombinant protein in the absence of a metal with respect to
the wild type and its more sensitivity to copper ions could be explained hypothesising a
different conformation in the chromophore(s) or in its/their environment which could provide
different interaction sites or mechanisms with copper.

Larger changes in protein fluorescence induced by Cu2+ suggest its more specific role as a
donor group with respect to Pb2+, Cd2+ and Ni2+, explaining their limited quenching effects.
Furthermore, a possible structural significance in terms of a “Cu2+-protein” bond with an
inner-sphere mechanism is suggested by recognized spectroscopic evidence. It is largely
accepted that Cu2+ ions may interact with proteins causing changes in their tertiary and
secondary structure, but also favouring the formation of strong intermolecular H-bonds, which
can also lead towards gelation [29, 30]. The observed fluorescence changes may be due to
local differences in protein conformation or in the metal–protein interaction sites. This may
induce changes in the energy of the states involved in electronic transition. For example,
different positions in fluorescence spectra were recently attributed to a reversible protonation
and cis–trans isomerization of the chromophore in several GFP molecules causing an on/off
switching in response to illumination at a different wavelength [31]. Typically, fluorescence
quenching can be caused by a variety of molecular interactions, e.g. ground-state complex
formation, excited-state reaction, molecular rearrangements, energy transfer and collisional
(dynamic) quenching. Structural motifs having affinity for Cu2+ are frequently composed of
the side chains of His, Tyr, Glu, Asp, Cys and sometimes Asn and Gln [32, 33]. It is
noteworthy to mention that our AsGFP is produced as a His-tag protein, so it can be suggested
that the presence of additional histidine residues can enhance the quenching effect as shown
for other GFPs. Many authors have confirmed a selective bond of copper with mutated GFP, in
which some residues are changed to histidines [8, 10, 13], and have emphasized how the
location and distance of the imidazole ring need to be very close to the GFP fluorophore in
order to effectively quench the fluorescence [12].

The concurrence of the selective and enhanced quenching of rAsGFP with respect to
copper ions and the possibility to produce large amounts of highly purified protein opened
the way for the design of a biosensor for copper quantification in aqueous solutions. The limit
of copper concentration above which aqueous solution may pose a threat to human health has
been set to 31 μM by the World Health Organization [34]. Since the developed biosensor was
able to measure the presence of copper in the 0.1–10 μM range, it could perform copper
quantification in aqueous solutions both at toxic and nontoxic concentrations by opportune
dilution of the sample. The developed set up is (a) compact (the footprint of the prototype,
shown in Fig. 5b, is about 12.5×9 cm), (b) has a measuring range of up to two orders of
magnitude of copper concentration and (c) is made up of low-cost and sturdy parts, such as
fixed lenses and filters and a simple photodiode as a light detector. Moreover, the whole setup
can be handled by a simple microcontroller interface, and it only takes a few seconds to
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measure the relative quenching of the sample. It could therefore be suited as a low-cost, on-the-
field, copper ion-specific biosensor. It could also be used as a metal ion biosensor coupled with
any other fluorescent protein that has metal-specific fluorescence quenching by simply
replacing the excitation/emission filters, allowing for quick comprehensive testing of aqueous
solutions for a set of specific metals.

Conclusions

In this paper, we reported the development of a biosensor based on the combination of
molecular biology techniques and optical setup. The integration of different techniques into
a single system led to the detection of Cu2+ ions in water solutions with a range of sensitivity
similar to other bench-top, complex and expensive instruments. The simplicity of the instru-
ment design will enable further miniaturization and the reduction of costs, with the aim of
producing a device that can be used for diagnosis in a variety of settings.
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